Failed retrieval of potentially retrievable IVC filters: a report of two cases.
Retrievable inferior vena cava filters are being increasingly used for the prevention of life-threatening pulmonary emboli in patients who have temporary contraindications to anticoagulation therapy. We report two cases of failure to remove these devices.